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Data Validation Rules: 

Field Rules – Format or Range 

NT Exam Date Format: Date must be entered in mm-dd-yyyy format.  

Range: Future dates cannot be entered, and SIS will not accept dates more than one week in 

the past. 

CRL Measurement Range: CRL must be between 45.0 – 84.0 mm (for gestational age of 11 weeks 2 days – 14 

weeks 2 days) 

Note: CRL between 10.0 – 44.9 mm can be used for gestational dating, but cannot be entered 

here for use in case interpretation. Convert the CRL into gestational age, and send this 

information to the referring clinician. 

NT Measurement Range: NT measurements must be between 0.1 – 10.0 mm. 

Supervisor Credential # Format: Number must be five digits long or ‘P’ followed by five digits.  

NT Site ID Format: Site ID must be ‘S’ followed by five digits. 

 

 

 

 


